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3D amperometry in the liquid chromatographic determination of trace 
pharmaceutical and herbicide emerging compounds  
  
Nowadays, the quality of surface waters is worsened by the presence of several pollutants 
such as herbicides, drugs and their metabolites, with different physicochemical properties. 
Chromatographic methods for environmental monitoring can frequently show coelutions that 
require expensive selective detection like mass spectrometry.  
In this work, we innovatively applied the 3D Amperometry detection, coupled to liquid 
chromatography, for the determination of a mixture of chromatographically unresolved 
compounds (two herbicides, monuron and bentazon, one drug, propranolol, and the main 
metabolite of an antiepileptic drug, 5-(4'-hydroxyphenyl)-5-phenylhydantoin). Exploiting the 
post-chromatographic current integration, a scanning waveform was successfully applied to 
explore a wide range of potentials (0.0-1.3 V) to find the peculiar oxidative potential value for 
each compound. This approach allowed us to obtain 3D chromatograms (elution time vs 
potential vs current) in which coeluted species could be clearly distinguished.  
Quantitation was easily obtained by extraction of 2D chromatograms (elution time vs 
integrated current), from the 3D ones, at the optimized waveform time ranges (800-1000 msec 
and 1500-1700 msec, corresponding to 0.6-0.8 V and 1.0-1.2 respectively). Validation of the 
proposed 3D amperometry method was performed in terms of linearity, limits of detection and 
quantitation and repeatability. Matrix effect was studied by statistical treatment on a 
wastewater effluent.  By coupling an on-line solid phase extraction step prior to separation and 
detection by 3D Amperometry, detection limits were significantly reduced (57 ng/L for 
bentazon, with recovery yields of 82.9±10.9%). Worth to mention that this value fully satisfies 
the requirements of the 98/83/CE directive for the determination of bentazon in groundwater.  
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Introduction 
In recent years, a vast number of organic contaminants, mainly derived from pharmaceutical 
consumption, industrial and agricultural activities, is worsening the quality of surface and ground 
water all over the world. 
Within pharmaceutical compounds, many monitoring campaigns on the quality of surface 
waters highlight the presence of highly prescribed drugs such as beta-adrenoceptor blocking drugs 
(e.g. atenolol and propranolol) and antiepileptic drugs [1, 2]. Removal of the above-mentioned 
compounds by biological secondary treatments can vary according to the physicochemical 
characteristics of the target analytes, to the characteristics of wastewater treatment plants (WWTPs) 
and to the characteristics of the influent waters.  
Among the beta-adrenoceptor blocking drugs, although propranolol is a drug less prescribed 
than atenolol, its removal efficiency by WWTPs is lower than that of atenolol, as highlighted by 
many studies [1, 2]. Differently from atenolol, the presence of propranolol was also observed in the 
sludges derived from biological secondary treatments [3]. 
Within the chemical compounds used for agricultural activities, bentazon, a post-emergence 
herbicide belonging to the thiadiazine class, is among the herbicides most used for the control of 
weeds. Bentazon exhibits acute and chronic toxicity [4] and was widely detected in both surface and 
groundwaters in various European countries [5], including Italy at concentrations as high as 16 µg/L 
in groundwaters and 1.8 µg/L in surface waters [6]. Since 2007, the use of bentazon in Italy is 
subjected to phytosanitary restrictions in vulnerable areas such as those of Piedmont Region [7], 
whereas since 2008, bentazon is included in Annex III (Substances subject to review for possible 
identification as priority substances or priority hazardous substances) of the EU Directive 
2008/105/EC [8]. Another frequently used herbicide is monuron, a phenylurea derivative, widely 
applied because of its inhibition of photosynthesis [9]. This is a persistent contaminant (10 months) 
which can pollute water and soil resources, and which is poorly removed by common wastewater 
treatment technologies [10].   
The analytical determination of the above-mentioned compounds is mainly performed by 
LC–MS and LC–MS/MS methods which today represent the most sensitive and selective 
techniques for the determination of a large number of pollutants of medium-high polarity in waters. 
If coupled with SPE protocols, these techniques can achieve ppt or sub ppt levels [11, 12]. Despite 
their unquestionable advantages, the quite relevant costs of the MS and above all of the MS/MS 
systems make the diffusion of these approaches difficult in many laboratories.  
Electroanalytical techniques coupled with chromatographic separations offer interesting 
detection specificity and sensitivity at low cost. The type of the working electrode used depends on 
the chemical characteristics of the analytes. As an example, sulfur-containing pesticides were 
determined below hundreds of µg/L levels at a gold electrode by pulsed amperometric detection 
[13]. Our research group has recently shown the possibility of determining herbicides and 
pharmaceuticals by HPLC-pulsed amperometric detection using a glassy carbon electrode at sub-
µg/L levels in water samples after off-line solid phase extraction [14] or at µg/kg levels in soils 
after extraction and clean-up by the QuEChERS [15] approach.   
One among the newest amperometric techniques is the 3D Amperometry (3DAmp) in which 
a continuous acquisition of current is enabled throughout the entire waveform period, rather than 
only during a predefined period. This complete data-set enables post-chromatographic current 
integration of the amperometric data (pulsed amperometry). If compounds have different oxidative 
potentials (as in the case of many electroactive environmental pollutants) this technique allows, in 
only one analysis, to distinguish all the injected molecules, even if they elute at the same retention 
time [16].    
To the best of our knowledge, 3DAmperometry has been only applied to the separation and 
determination of unknown mixtures of carbohydrates and amino acids [16] but so far, no 
application of this technique to pesticide and drug analysis has been demonstrated.  
In this work, a 3DAmp detection has been applied for the determination of 
chromatographically unresolved compounds. Bentazon, propranolol, monuron and 5-(4'-
hydroxyphenyl)-5-phenylhydantoin (HPPH), the main metabolite of the anticonvulsant agent 
phenytoin (5,5-diphenylhydantoin) were chosen as target emerging contaminants.  
Remarkable decrease in total analysis time, higher analytical throughput together with 
significant increase of the pre-concentration factor, would be expected by an on-line solid-phase 
pre-concentration and purification technique, automatically coupled with chromatographic system, 
as shown for the determination of various classes of organic micropollutants in environmental 
waters [17, 18]. For this reason, on-line solid phase extraction (SPE) sample preparation was also 
coupled with 3DAmp, pulsed amperometry, using bentazon as model compound.  
Materials and methods 
Reagents 
All reagents used were of analytical grade. Standard solutions of target compounds (bentazon, 
HPPH, propranolol and monuron) were prepared at a concentration of 2 mg/L each, by solids 
obtained from Sigma Aldrich (Chemie, Steinheim, DE) and stocked at 3°C. Sodium formate, 
hydrochloric acid, and acetonitrile used for eluent preparation were from Sigma Aldrich, as well.  A 
Milli-Q Plus ultra-pure water system from Millipore (Milford, MA, USA) was used for the 
preparation of standard solutions and eluents.. 
 
Instrumentation 
For the chromatographic separation, a Dionex ICS-3000 chromatograph (Thermo Scientific, 
Sunnyvale, CA, USA), equipped with an AS40 autosampler and a reversed-phase C-18 column 
(LiChroCart PuroSphere RP-18, 125 mm x 3.0 mm, 5 µm, Merck) was used. The mobile phase (0.5 
mL/min flow rate)  was prepared by mixing an aqueous portion (50 mM sodium formate buffer, pH 
3) with acetonitrile.. All the analyses were performed in isocratic mode. For direct injection, a 10 
µL-injection loop was used. 
On-line SPE was performed using a Model 9012 Varian pump coupled with a RP C18 
micro-cartridge (1cm x 3.2mm, 5 µm, CPS Analitica, Italy). Cartridge was previously conditioned 
by flushing 5 mL CH3CN followed by 5 mL ultrapure water. Cartridge was subsequently loaded 
with 90 mL of sample at 2.0 mL/min. After the elution of target compounds toward the analytical 
column, by flushing of eluent through the on-line SPE cartridge, CH3CN (5 min at 2.0 ml/min) was 
flushed, in order to clean the cartridge and to condition it for the subsequent loading step.  
Two detectors coupled in series were used, namely an AD25 Absorbance Detector (λ 252 
nm) and a AD40 Electrochemical Detector (both by Thermo Scientific, Dionex), with a Ag/AgCl 
reference electrode and a glassy carbon (GC) working electrode. The set-up of parameters of the 
electrochemical detector will be discussed in a subsequent Section. Chromatographic and 
amperometric data (2D and 3D) were collected and elaborated by the software Chromeleon 6.80 
(Thermo Scientific, Dionex). Chromatographic separations were recorded in 3D Amp mode, and 2D 
chromatogram were extracted by integrating the current in a specific waveform time range. 
Wastewater sample 
A wastewater (WW) sample was used to evaluate the matrix effect. WW was sampled at the outlet 
of a membrane biological reactor (MBR) which includes nitrification, denitrification and 
ultrafiltration stages. The sample was characterized for chemical oxygen demand (COD) and 5-day 
biochemical oxygen demand (BOD5), total suspended solids (TSS) and N content. Results were as 
follow: TSS = 8 mg/L, COD = 1744 mg/L and BOD5 = 110 mg/L.  
Results and Discussion 
HPLC – 3D Amperometric (3DAmp) detection 
The target compounds have functional groups easily oxidable at a glassy carbon electrode, i.e. 
hydroxyl group for HPPH and propranolol, thiadiazine ring for bentazon and amide group for 
monuron [19]. Hence, an amperometric detection was studied. The starting detection waveform 
(Fig. 1A) used was derived according to previous results  of our research group on bentazon and 
HPPH [14]. Accordingly, the oxidative detection potential was set at 1.20 V. A cleaning step is 
performed by a rapid change from reductive (E=-2.0 V) to oxidative conditions (E=1.8 V), to avoid 
electrode fouling. As regards non-faradaic effects, the CV profiles [14] highlighted the presence of 
some capacitive current which nevertheless did not hinder the quantitation procedure [14].   
Figure 1 
The following chromatographic conditions were used:  60% of a solution containing 50 mM 
HCOOH/HCOONa, pH 3.0 and 40% CH3CN, which allowed a total analysis time of less than 5 
min. These conditions provide the elution of all the analytes (tpropranol=2.1 min,  tHPPH=2.3 min,  
tbentazon=3.3 min,  tmonuron=3.6 min), with good peak shape (Asymmetry factors, propranolol: 1.05; 
HPPH: 1.03, bentazon: 1.06, monuron: 1.04) but with the coelution of the pairs propranolol/HPPH 
(Resolution= 0.42) and bentazon/monuron (Resolution= 0.64) as shown in Figure 2. 
 
Figure 2The discrimination of coeluted compounds is possible through their different 
electrochemical behaviour. In fact, since the coeluted compounds have different structures, they 
oxidize differently at given applied voltages: this feature can be exploited, integrating current 
through different time periods within the waveform ramp (3D amperometry).  
Under this rationale,. the previously applied waveform was set as a scanning waveform 
ramp, covering a wide range of oxidative potentials (from 0.0 to 1.3 V, see Figure 2B). In such a 
way, all the potential ranges that could be useful to oxidize target analytes are explored. A pre-
adsorption potential of 0.2 V for 10 msec was added to promote adsorption of analytes on the 
electrode surface before the oxidation step [20]. These conditions were optimized by studying the 
response value (peak area) for bentazon, as a function of the applied pre-adsorption potential (0.0, -
0,2, -0,4 V) and time (1, 2, 5, 10 msec). 
 
As a result, the amperometric detection is enhanced as a 3-dimensional amperometric 
detection (3D-Amp) , where results are displayed in a three-dimensional space (current, potential, 
and retention time) and peaks appear as contour plots well separated each other.  Figure 3 shows a 
typical 3D-chromatogram, obtained by injection of a mixture of standard solution of target analytes 
at 2 mg/L, each.  
Figure 2 
  
Figure 3 
In the 3DAmp chromatogram, elution time is represented on the x-axis, while the waveform 
time is represented on the y-axis. Colours (the third dimension) represent the intensity of the signal 
obtained after integration of the current in a precise range of the times of the waveform (in the 
figure, it is the space included within the two thick black lines). Additionally, on the left of the 
graph, the potential waveform is represented in blue line while in black line, the I-t plot is shown. 
The I-t plot represents the total current, registered at a defined retention time, deriving from the 
oxidation of electroactive groups. Maxima of this curve (red dots) will be in correspondence of 
higher signal (currents) obtained, thus helping to choose the useful integration time waveform 
ranges, corresponding to specific potential ranges.   
From the 3D chromatogram, it is possible to see that HPPH and propranolol, which are 
expected to elute at the same retention time, could be clearly distinguished, as well as bentazon and 
monuron, since, as desired, the two pairs of species are oxidized at different potentials and therefore 
integration must be performed at different waveform times. So, propranolol and monuron, must be 
integrated in a range from 800 to 1000 msec (in this range, potentials from 0.6 to 0.8 V are scanned) 
whereas HPPH and bentazon must be integrated in the final part of the ramp, i.e. from 1500 to 1700 
msec (corresponding to potentials from 1.0 to 1.2V). It is worth to note that, these potential ranges 
are in good agreement with the ones already published in literature using traditional pulsed (2D) 
amperometry [21, 22], which however is not able to resolve the coelution of analytes.  
Validation of the HPLC – 3DAmp method in treated wastewater 
In the previous paragraph, 3DAmp has been demonstrated suitable to resolve chromatographic 
coelutions of the target analytes. In order to apply this method for the determination of bentazon, 
HPPH, monuron and propranolol in real samples, validation should be prior performed.  
The real sample studied here was treated wastewater. This choice was driven by the need to 
limit the contamination of recipient water bodies, as well as by the urgent and current needs of 
using treated wastewaters for irrigating purposes in countries where freshwater resources are 
becoming insufficient to sustain agricultural irrigation, mainly due to climate-related conditions.  
Linearity of the proposed 3DAmp method was evaluated by injecting six different solutions 
containing the four analytes at a concentration range from 1 mg/L to 10 mg/L (for bentazon and 
monuron, useful calibration range was from 2 to 10 mg/L, five levels). Standards were prepared 
both in ultrapure water and in treated wastewater (matrix-matched calibration), in order to evaluate 
any possible interfering effect in the 3DAmp detection. 2D chromatograms (elution time vs 
integrated current) were extracted from the 3D one, as described, at the previously optimized ranges 
(800-1000 msec and 1500-1700 msec). Injections were performed in triplicates for each calibration 
level. Limits of detection (LODs) and limits of quantitation (LOQs) were evaluated in wastewater 
sample as follow: LOD = 3 × SDxy/b and LOQ = 10 × SDxy/b (where SDxy is the standard deviation 
of the response and b is the slope of the matrix matched calibration curve).  Results are summarized 
in Table 1. 
Table 1 
Linearity of the 3DAmp method is observed also in wastewater. The presence of a matrix 
effect was tested by comparing the slopes of curve obtained in ultrapure water and in wastewater by 
means of a Student’s t-test [23] (probability of 95%). There is no significant difference between the 
slopes of both calibration curves, meaning that no matrix effect is present, when the Student t value 
is below the tabulated t with rUW + rWW −4 degrees of freedom (18+18-4=32 for HPPH and 
propranolol, and 15+15-4=26 for bentazon and monuron), where rUW and rWW are the numbers of 
replicates for each calibration level in the curve in ultrapure water and in wastewater, respectively. 
t-values, calculated comparing equation curves, are summarized in Table 1 for each compound. No 
matrix effect was present as highlighted by the comparison of calculated values with the tabulated t-
value (t=2.037 for HPPH and propranolol and t=2.134 for bentazon and monuron, respectively). It 
was therefore concluded that, despite the MBR effluent is characterized by a discrete amount of 
oxidable compounds (COD=1744 mg/L), the impact of the matrix affecting the 3DAmp detection is 
negligible. 
Finally, inter-day and intra-day repeatability of the method (expressed as relative standard 
deviation, RSD %) was verified for peak areas, by repeatedly running a mixture of analytes at 1.5 
mg/L for three days (5 replicates per day). For both measurements, RSDs% were lower than 12%.   
 
Set-up of on-line SPE – HPLC – 3DAmp for bentazon 
The 3DAmp approach can be applied for the identification of classes of compounds in which 
chromatographic coelutions occur, exploiting their different oxidative potential. In addition, through 
the extraction of corresponding 2D chromatograms, quantification of target compounds is possible. 
Nevertheless, it should be mentioned that LODs obtained for bentazon, HPPH, monuron and 
propranolol are about one order of magnitude higher if compared to the precautionary limit for 
pesticides in waters (0.1 µg/L). A pre-concentration procedure, based on an on-line SPE system, 
was therefore set up to reduce LODs values. An on-line system was selected to reduce sample 
manipulation, to increase the accuracy, due to the automatization of the procedure and to the 
increase the analytical throughput [24].  
The on-line SPE-3DAmp configuration was set up for bentazon, chosen as model 
compound. This choice is justified by the emerging environmental concern of bentazon, the only 
compound officially regulated in groundwaters by the Directive 98/83/CE EU among the selected 
analytes.  
Based on its chemical structure, a RP18 micro-cartridge was used to adsorb and to 
preconcentrate bentazon before its transfer to the analytical column. 
At first, the capacity of the cartridge was evaluated by calculating the breakthrough curve 
using UV detection. Briefly, a solution at 100 µg/L of bentazon was flown at 0.2 mL/min inside the 
SPE cartridge, which was directly connected to a UV detector set at 225 nm. Once the cartridge is 
saturated and, therefore, bentazon is no longer retained by the sorbent, an increase of the recorded 
signal is observed. The curve shows an inflection point (tf = 1.62 min), and finally reaches a 
plateau. Considering the area described by the curve and the initial concentration of the solution, the 
maximum amount of bentazon that can be loaded was 50 ng. This value satisfies the regulated 
limits for bentazon in groundwaters (100 ng/L): in fact, considering a loaded volume of 30 mL 
sample, a total amount of 3 ng could be retained on the stationary phase and volumes up to 16-times 
higher (480 mL) could be therefore theoretically loaded without achieving saturation of the 
cartridge. Recovery of bentazon was evaluated comparing the peak areas obtained by direct 
injection of sample (0.9 mg/L, loop 10 µL) with those obtained by loading the same nominal 
amount of analyte (100 ng/L in 90 mL) in the pre-concentration cartridge (pre-concentration factor 
9000). A blank was processed in parallel. The recovery obtained for the on-line SPE was 
82.910.9% (n=3).  
Considering the previously calculated recovery, the new LODs of the methods were 
verified. 
New calibration curves were obtained, by loading 100, 150, 200, and 1000 ng/L bentazon 
(90 mL at 2 mL/min). Linearity was confirmed over one order of magnitude.  As expected by the 
pre-concentration factor and by the recovery yield, LODs for bentazon, calculated as described in 
paragraph 3.3, was 57 ng/L, which was verified by processing a sample at this bentazon 
concentration. This limit satisfies the requirements of the EU directive for the determination of 
bentazon in groundwater.  
If compared with LODs obtained for bentazon by LC-MS/MS or GC-MS analysis,derived 
from literature data, the presented method has sensitivity performances just one and a half order of 
magnitude lower (2.0 ng/L by on-line SPE-LC-MS/MS, and 1.5 ng/L by GC-MS) [25, 26]. 
Additionally, the good performances of the on-line-SPE-3DAmp method are achieved by an 
instrumentation characterized by lower acquisition and management expenses than a MS/MS 
system. Moreover, the overall procedure is not affected by long sample preparation efforts, as it 
happens for the GC analysis of bentazon that should be preceded by a derivatization step.   
 
Conclusions 
In the present work, 3D amperometry was applied for the first time in the HPLC separation 
of selected common drugs (propranolol and HPPH derivative) and pesticides (bentazon and 
monuron), which in recent years affect the quality of natural water resources. The evaluation of a 
scanning waveform allows to explore a wide range of potentials, covering the oxidative potentials 
of all the target analytes in a unique analysis, recording each current in a 3D chromatogram. 
Moreover, the extraction of 2D chromatograms, obtained after integrating the current in a specific 
range of the scanning waveform, allows to perform quantitative analysis of target compounds. The 
sensitivity of the HPLC-3DAmp method can be enhanced by coupling an on-line SPE procedure. 
The whole approach represents a powerful high-throughput technique capable of solving 
chromatographic coelutions, without the need of stressing chromatographic separation optimization 
or the use of mass spectrometric equipment. After optimization, the detection limit achieved for 
bentazon by on-line SPE 3D-Amp technique was 57 ng/L, compatible with the EU directive for the 
determination of bentazon in groundwater, thus suggesting a possible application of the presented 
method for the determination of bentazon in real water samples.  
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Figure captions 
 
Figures 1A and 1B. Classical waveform used for amperometric detection (A) and scanning 
waveform set for 3D amperometry (B). in the 3D-Amp waveform the scanning ramp allows to 
explore the potential values that could be useful to oxidize target analytes.  
Figure 2. Chromatogram obtained after the injection of 2 mg/L propranol, HPPH, bentazon and 
monuron mixed standard, using pulsed amperometric detection conditions of Figure 1A (integration 
of the current from 0.2 to 0.4 sec). The coelution of the pairs propranolol/HPPH and 
bentazon/monuron is clearly evidenced. Chromatographic conditions: C-18 column, 125 mm x 3.0 
mm, 5 µm; mobile phase: sodium formate buffer (pH 3) 60%, CH3CN 40%; flow rate: 0.5 mL/min; 
10 µL-loop. 
Figure 3. A 3DAmp chromatogram obtained after the injection of a mixture containing bentazon, 
HPPH, propranolol and monuron at 2 mg/L each. Blue line on the left is the scanning waveform, 
black line is the intensity-time (I-t plot) plot at a defined retention time. Thick black lines include 
the waveform times within it is possible to integrate (the range could be modified as necessary). As 
it is possible to see, peaks that in the I-t plot coelute (only two peaks can be seen) can be fully 
separated choosing a different range time in the scanning waveform to be integrated (in simple 
words moving the range between black lines at the top of the waveform). This means that a new 
dimension is added to the chromatogram, as seen in the right part of the Figure, where four different 
peaks can be clearly distinguished. Chromatographic conditions as in Fig.2 Detection:3D Amp 
scanning waveform (Fig. 1B).  
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Table 1. Linearity, LOD and LOQ values for the optimized 3DAmp method. Peak areas were 
extracted from corresponding 2D chromatograms. LODs and LOQs were calculated from the matrix 
matched calibration curve. LOD after on-line SPE preconcentration for bentazon is also presented.  
 Figures 1A and 1B. Classical waveform used for amperometric detection (A) and scanning 
waveform set for 3D amperometry (B). in the 3D-Amp waveform the scanning ramp allows to 
explore the potential values that could be useful to oxidize target analytes.  
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B 
 Figure 2. Chromatogram obtained after the injection of 2 mg/L propranol, HPPH, bentazon and 
monuron mixed standard, using pulsed amperometric detection conditions of Figure 1A (integration 
of the current from 0.2 to 0.4 sec). The coelution of the pairs propranolol/HPPH and 
bentazon/monuron is clearly evidenced. Chromatographic conditions: C-18 column, 125 mm x 3.0 
mm, 5 µm; mobile phase: sodium formate buffer (pH 3) 60%, CH3CN 40%; flow rate: 0.5 mL/min; 
10 µL-loop.   
  
Figure 3. A 3DAmp chromatogram obtained after the injection of a mixture containing bentazon, 
HPPH, propranolol and monuron at 2 mg/L each. Blue line on the left is the scanning waveform, 
black line is the intensity-time (I-t plot) plot at a defined retention time. Thick black lines include 
the waveform times within it is possible to integrate (the range could be modified as necessary). As 
it is possible to see, peaks that in the I-t plot coelute (only two peaks can be seen) can be fully 
separated choosing a different range time in the scanning waveform to be integrated (in simple 
words moving the range between black lines at the top of the waveform). This means that a new 
dimension is added to the chromatogram, as seen in the right part of the Figure, where four different 
peaks can be clearly distinguished. Chromatographic conditions as in Fig.2 Detection:3D Amp 
scanning waveform (Fig. 1B).  
  
Table 1. Linearity, LOD and LOQ values for the optimized 3DAmp method. Peak areas were 
extracted from corresponding 2D chromatograms. LODs and LOQs were calculated from the matrix 
matched calibration curve. LOD after on-line SPE preconcentration for bentazon is also presented.  
Analyte Linear equation  R2 LOD LOQ LOD 
SPE 
 in MilliQ 
water 
in WW t-
value 
in 
MilliQ 
in 
WW 
[mg/L] [mg/L] [mg/L] 
Bentazon y = 0.8133x - 
0.2421 
y = 0.7983x - 
0.2384 
1.854 0.9996 0.9941 0.41 1.37 5.7·10-5 
HPPH y = 0.7634x - 
0.145 
y = 0.7543x - 
0.138 
0.985 0.9954 0.9917 0.29 0.96  
Propranolol y = 0.2183x - 
0.0518 
y = 0.2221x - 
0.0521 
0.542 0.9982 0.9913 0.12 0.40  
Monuron y = 0.1109x + 
0.0458 
y = 0.1342x + 
0.0583 
1.624 0.9926 0.9885 0.37 1.24  
 
